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Background: The nasopharyngeal temperature probe should be placed in the upper nasopharynx to reflect accurate core 
temperature. However, there have been no studies conducted to predict parameters for the optimal depth of the nasopha- 
ryngeal temperature probe. The purpose of this study was to examine the correlation between the optimal depth to the 
upper nasopharynx and the distance from the philtrum to the tragus and height. 

Methods: Two hundred patients (100 females and 100 males) were enrolled in the study. The distance from the philtrum 
to the tragus along the facial curvature was measured, and the optimal depth from the nostril to the upper nasopharynx 
was evaluated using nasendoscopy. The relationships between the optimal depth to the upper nasopharynx and the dis- 
tance from the philtrum to the tragus and height were examined. 

Results: The distances from the philtrum to the tragus were 14.4 ± 0.5 cm in females and 15.1 ± 0.6 cm in males (P < 0.01). 
The depths from the nostril to the upper nasopharynx were 9.4 ± 0.6 cm in females and 10.0 ± 0.5 cm in males (P < 0.01). 
The correlation coefficients between the depth from the nostril to the upper nasopharynx and the distance to the tragus 
from the philtrum were 0.43 in females and 0.41 in males (P < 0.01). However, there were very weak correlations and no 
correlations between height and the depth from the nostril to the upper nasopharynx in females and males, respectively. 
Conclusions: The depth from the nostril to the upper nasopharynx is correlated weakly with the distance from the phil- 
trum to the tragus. Although the distance from the philtrum to the tragus is not a good predicting parameter for the op- 
timal depth of nasopharyngeal temperature probe placement, subtraction of 5 cm from the distance is helpful to estimate 
the optimal depth of the nasopharyngeal temperature probe. (Korean J Anesthesiol 2014; 66: 195-198) 
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Introduction 

Most anesthetic agents inhibit thermoregulatory function by 
interfering with hypothalamic reflex responses and addition- 
ally possess vasodilatory properties, which facilitate a flow of 
thermal energy from the core to the periphery of the body [1]. 
Because both the cold environment of the operating room and 
surgical exposure also contribute to excessive heat losses, inad- 
vertent hypothermia is common during surgical procedures. 
Intraoperative hypothermia results in deleterious complications 
including myocardial ischemia, wound infection, coagulopathy, 
and delayed postanesthetic recovery [2-6]. Therefore, the core 
temperature should be monitored continuously for safe anesthe- 
sia [7]. 

Although the temperature measuring site varies according 
to the purpose of measurement, the nasopharynx is one of the 
most reliable sites for monitoring core temperature [8]. In ad- 
dition, insertion of the temperature probe into the nasophar- 
ynx is easOy performed by anesthetists. For these reasons, the 
nasopharynx is a commonly used temperature monitoring site 
during general anesthesia [9]. The nasopharyngeal temperature 
probe should be carefully placed at the upper or mid-portion of 
the nasopharynx to reflect accurate core temperature. However, 
there have been no studies conducted to predict parameters for 
the optimal depth of the nasopharyngeal temperature probe. 

Because the tragus is located approximately 2 cm posterior 
to the posterior wall of the nasopharynx in the coronal plane 
of CT images, the authors hypothesized that the distance from 
the phOtrum to the tragus might correlate with the depth from 
the nostrO to the upper nasopharynx. The purpose of this study 
was to examine the correlation between the optimal depth to the 
upper nasopharynx and the distance from the philtrum to the 
tragus and height. 

Materials and Methods 

This study was approved by the Institutional Review Board 
and written informed consent was obtained from all partici- 
pants. Two hundred elective surgical patients aged 18-75 years 
were enrolled. Patients were excluded if they had a history of na- 
sal surgery, nasal trauma, or recurrent epistaxis. Other exclusion 
criteria included bleeding tendency or severe hepatic disease. 

Patients did not receive preanesthetic medication and they 
did not receive vasoconstrictor nose spray. Patients were anes- 
thetized with inhalational or total intravenous anesthetics. After 
induction of anesthesia, patients were maintained in a supine 
neutral position with a 5 cm pillow. The distance from the phil- 
trum to the tragus was measured using a flexible ruler along the 
facial curvature. Because the upper or mid-portion of the naso- 
pharynx is in close proximity to the internal carotid artery, the 



investigators measured the depth from the nostrO to the upper 
nasopharynx using a nasendoscope (LF-GP, Olympus Medical 
System Corp., Tokyo, Japan) to determine the optimal depth for 
the nasopharyngeal temperature probe. The nasendoscope was 
advanced through the inferior meatus to reach the posterior up- 
per nasopharyngeal mucosa, and the depth from the nostril to 
the upper nasopharynx was recorded. The authors divided the 
nasopharynx into an upper and a lower portion ad libitum. The 
correlation between the optimal depth to the upper nasophar- 
ynx and the distance from the philtrum to the tragus and height 
was evaluated. 

Statistical analysis 

Sample size was predetermined by the correlation sample size 
test using SigmaPlot 12.0 (Systat Software Inc., San Jose, CA, 
USA) based on the assumption that the correlation coefficient 
between the depth from the nostrO to the upper nasopharynx 
and the distance from the phOtrum to the tragus was 0.3. It was 
ascertained that 85 patients were required with a significance 
level of 0.05 (a = 0.05) and a desired power of 0.8 ((3 = 0.20). The 
sample size was increased to 100 for both genders. 

Data are expressed as mean ± SD. Data were analyzed using 
the t-test, Pearson correlation test, and linear regression. A P 
value less than 0.05 was considered statistically significant. 

Results 

Of the 200 enrolled surgical patients, no patient was excluded 
from data analysis. The mean ages of both genders were com- 
parable (females; 50.6 ± 11.8 years, males: 50.9 ± 12.7 years, P = 
0.42). Heights of the female and male patients were 156.0 ± 6.9 
cm and 168.7 ± 6.6 cm (P < 0.01), respectively. The distances 
from the phOtrum to the tragus were 14.4 ± 0.5 cm in females 
and 15.1 ± 0.6 cm in males (P < 0.01). The depths from the nos- 
trO to the upper nasopharynx were 9.4 ± 0.6 cm in females and 
10.0 ± 0.5 cm in males (P < 0.01). 

The correlation coefficient between the depth to the upper 
nasopharynx (D^p) and the distance to the tragus from the phO- 
trum (Tp_T^) was 0.43 in females and 0.41 in males (P < 0.01). The 
regression equations were D^p = 2.35 + (0.49 x Tp^^) and D^p = 
4.71 + (0.35 X Tpt) in females and males, respectively (Fig. 1). 
There is a very weak correlation between the depth to the upper 
nasopharynx and height in females (r = 0.27, P < 0.01,) but there 
is no correlation in males (r = 0.14, P = 0.16). 

Discussion 

In the current study, anatomical factors were examined for a 
possible correlation to the optimal depth to appropriate naso- 
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pharyngeal temperature probe placement. The distance from the 
phOtrum to the tragus showed a correlation to the depth from 
the nostril to the upper portion of the nasopharynx to reflect 
accurate core temperature. However, there was no correlation 
between height and the depth from the nostrO to the upper por- 
tion of the nasopharynx. 

Measurement of body temperature is a standard component 
of perioperative patient monitoring to prevent deleterious physi- 
ologic effects of perioperative hypothermia including increased 
metabolic rate and cardiac work, decreased drug metabolism 
and cutaneous blood flow, and coagulopathy. The best tem- 
perature measurement sites for accurate monitoring are close 
to the central blood temperature which is considered the true 
core temperature. During general anesthesia the nasopharynx is 
commonly used to monitor temperature because it is one of the 
most reliable sites for measuring core temperature [9]. The opti- 
mal location for the nasopharyngeal temperature measurement, 
in close proximity to the internal carotid artery, is in the upper 
or mid-portion of the nasopharynx. 

It is clinically difRcult to use nasendoscopy to place the naso- 
pharyngeal temperature probe at the optimal site. The authors 
attempted to find a simple anatomical predicting factor. Because 
the tragus is located approximately 2 cm posterior to the poste- 
rior wall of the nasopharynx in the coronal plane, the authors 
expected that the distance from the philtrum to the tragus 
would be correlated with the depth from the nostrO to the upper 
nasopharynx. 

The nasopharyngeal temperature probes can be inserted 
through the inferior or middle meatus in the nasal cavity. Be- 
cause the probe path through the inferior meatus is straighter 
to reach the posterior nasopharyngeal wall, the depth from the 
nostril to the upper portion of the posterior nasopharyngeal 
wall through the inferior meatus is shorter than that through the 



middle meatus. Furthermore, when the nasopharyngeal tem- 
perature probe is advanced through the middle meatus, it is usu- 
ally placed at the oropharynx. In this study, the nasendoscope 
was inserted through the inferior meatus. On the nasendoscopic 
measurement, the depths from the nostril to the upper portion 
of the nasopharynx through the inferior meatus were 9.4 ± 0.6 
cm in females and 10.0 ± 0.5 cm in males. There was a correla- 
tion between the depths from the nostril to the upper portion 
of the nasopharynx and the distance from the philtrum to the 
tragus. The distances from the philtrum to the tragus were 14.4 
± 0.5 cm and 15.1 ± 0.6 cm in females and males, respectively. 
The difference between the distances from the philtrum to the 
tragus and the depths from the nostril to the upper nasopharynx 
was approximately 5 cm in both genders. Although our results 
showed that the regression equations between the depth to the 
upper nasopharynx (Df,p) and the distance to the tragus from 
the philtrum (Tp^^) were D^jp = 2.35 + (0.49 x Tp^^) in females 
and D^p = 4.71 + (0.35 x Tp^^) in males, these are complicated. 
Therefore, the authors recommend that the subtraction of 5 cm 
from the distance between the phOtrum and the tragus is sim- 
pler and more useful in clinical practice. The authors expected 
that there would be a correlation between height and the depth 
from the nostrO to the upper nasopharynx. There is a very weak 
correlation in female patients, but no correlation in male pa- 
tients. Therefore, the authors could not recommend a height- 
based formula. 

The current study does have a limitation. The nasendoscope 
used in this study is more rigid than the commercial nasopha- 
ryngeal temperature probes. Because many commercial temper- 
ature probes can be bent in the nasal cavity, the actual distance 
to place the probe in the optimal site may be different from our 
recommendation. Furthermore, most commercial temperature 
probes have no length marker. This makes it difficult to know 
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the inserted length of the probe. Therefore, using temperature 
probes which have a length marker could be helpful in placing 
the probe in the appropriate position. 

In conclusion, the depth from the nostrO to the upper naso- 
pharynx is correlated weakly with the distance from the phil- 



trum to the tragus. Although the distance from the phOtrum to 
the tragus is not a good predicting parameter for the optimal 
depth of nasopharyngeal temperature probe placement, subtrac- 
tion of 5 cm from the distance is helpful to estimate the optimal 
depth of the nasopharyngeal temperature probe. 
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